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INIRODUCTION 


AFGL  Is  developing  a  mobile  coherent,  pulsed,  Doppler  002  Ildar  system 
desired  to  evaluate  techniques  for  the  acquisition  and  real-time  inter¬ 
pretation  of  atmospheric  wind  field  structure  as  well  as  aerosol  attenuation 
and  concentrations  over  long  path  lengths .  The  system  utilizes  a  low  chirp 
electron  beam  injection  002  TEA  laser  which  Is  mode  locked  by  hole  Injection 
from  a  Llttrow  grating  tuned  low  pressure  flowing  gas  cw  002  laser .  An 
identical  low  pressure  laser  Is  used  as  the  local  oscillator  •  The  entire 
optical  assembly  Is  mounted  upon  a  2.7m  x  l<3m  optical  table,  with  the 

exception  of  the  scanner  which  Is 


mounted  over  the  table  on  an  eleva¬ 
tor  system.  The  scanner  system  Is 
raised  through  a  hatch  In  the 
trailer  roof  and  Is  capable  of  full 
hemispherical  and  fixed  point  scan¬ 
ning  •  The  return  signal  is 
detected  in  the  usual  superheter¬ 
odyne  technique  by  a  Ug:Cd:Te 
detector .  The  system  IF  amplifier 
output  will  be  split  to  allow 
simultaneous  real  time  analog 
display  of  velocity  as  a  function 
of  range  and  digital  conversion  for 
obtaining  power,  velocity,  and 
variance  characteristics  of  the 
signal .  A  schematic  of  the  system 
Is  shown  in  figure  1  and  the  system 
design  parameters  are  given  In 
Table  1 .  The  entire  Ildar  system 
along  with  field  operations  support 
equipment  will  be  housed  in  a 
m^ifled  12m  semi  trailer  • 


Figure  1  •  AFGL  Mobile  Doppler  Lldar  ^stem 
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TABLE  I 


,  SYSTEM  DESIGN  PARAMETERS 


WAVELENGTH 
PULSE  ENERGY 
PULSE  LENGTH 
FREG.  CHIRP 
PRF 
RANGE 
TELESCOPE 
DETECTOR 
ROOF  SCANNER 

DIGITAL  PROCESSING 


TUNABLE  IN  9  ft  lOMn  BANOS.  NORMAUY  1050 /im 
JZ  •  IX  JOULES 

£.2  MHz  P.P 
1X-G0X  PPS 
IX -32  km 

30  cm  DALL  •  KIRKHAM 

NiCdTc,  e  HOUR  DEWAR 

ELEVATION  :  0®  TO  90®,  X6  ACCURACY 

AZIMUTH  e®TO  360®,  X6  ACCURACY 

FFT.  PULSE  PAIR 


LIDAR  OPTICAL  SYSTEM 

The  basic  optical  system  and  TEA  laser  were  designed  by  G  .B .  Jacobs 
at  General  Electric  Electronics  Laboratory  •  The  laser  is  capable  of  gener¬ 
ating  long  coherent  pulses  or  pulse  bursts  .  The  unit  uses  a  tungsten  fila¬ 
ment  electron  gun,  which  generates  120  kV,  15  A  pulses  of  cither  10  or 
5  ps  duration  at  up  to  50  Hz  repetition  to  preionize  the  laser  plasma .  The 
laser  plasma  la  then  excited  by  a  20  kV,  100  A  pulse  supplied  by  the 
eustainer  supply .  The  resultant  laser  output  pulses  will  be  of  either  5  ps 
or  1  ps  duration .  A  Llttrow  grating  tuned  low  pressure  flowing  gas  cw  002 
laser  that  is  frequency  dither  stabilised  Is  used  as  the  TEA  laser  Injection 
source  .  The  Injection  laser  frequency  Is  shifted  40  MHz  before  Injection 
into  the  unstable  TEA  laser  cavity  by  a  Bragg  modulator  to  provide  the 
necessary  frequency  offset  for  bipolar  Doppler  signal  estimation ,  The  TEA 
laser  output  Is  annular  and  of  single  wavelength  and  transverse  mode . 

The  output  from  the  TEA  laser  is  then  directed  upon  the  spherical  con¬ 
vex  secondary  of  the  Dali-Klrkhaw  telescope  and  undergoes  a  4X  magnifica¬ 
tion  to  16cm  In  diameter.  The  beam  then  is  reflected  by  a  30  3cm  x  43.2co 
dlagona:.  mirror  vertically  up  to  the  scanner  which  has  been  raised  through 
the  trailer  roof  •  A  schematic  of  the  TEA  laser  and  transmitter  optics  Is 
given  In  figure  2  , 

The  backseat tered  return  signal  Is  received  in  a' coaxial  ring  about 
the  transmitted  energy  pattern  and  Is  focused  by  a  spherical  mirror  upon 
the  HgiCdiTe  detector.  A  low  pressure  laser  similar  to  the  Injection 
laser  is  used  as  the  local  oscillator  (LO) .  The  LO  laser  Is  tuned  by  a 
Llttrow  grating  with  the  frequency  dither  stabilized .  The  output  of  the 
LO  Is  attenuated  to  approximately  ImW  and  Is  then  focused  onto' the 
detector .  Figure  3  shows  the  receiver  optical  elementa  and  beam  paths . 


Figure  2  «  TEA  laser  and  transmitting  optics  • 


Figure  3  •  Receiving  Optica » 


DATA  PROCESSING 

The  backscattered  return  signals  will  contain  inforaation  on  the  specular 
(glint)  or  diffuse  (speckle)  nature  of  targets  over  an  expected  range  of 
32km  •  The  received  backscatter  is  combined  with  local  oscillator  energy  on 
the  IN  cooled  detector  •  The  resultant  low  level  beat  frequency  Doppler 
velocity  information  is  contained  in  a  wide  band  nolae  signal  *  At  10.59  iia, 
the  Doppler  shift  is  188  *5  kHz  per  metnr/aec  radial  drift  velocity . 

The  system  design  is  for  ±  50  m/a  radial  velocity,  thus  requiring  a  20  MHz 
IF  bandwidth  for  direct  analysis  or  display  of  the  data  *  Ttte  XR  detector 
output  is  amplified  and  split  Into  two  paths  *  The  first  is  used  to  maintain 
frequency  control  of  the  lasers  through  PZT  path  length  corrections  on  the 


optical  bench  .  Ihe  data  pass  band  la  center  frequency  shifted  from  40  HHz 
to  70  MHz  and  passed  through  a  wideband  log  IF  aspllfier  . 

The  amplifier  outputs  are  used  in  several  ways  .  One  output  goes 
directly  to  an  FH  discriminator  for  real  time  analog  display  of  velocity  as 
^  a  function  of  range,  and  for  optional  voltage  control  oscillator  (VCO)  con¬ 
trol  of  the  data  channel  center  frequency .  This  will  be  used  In  the  fre¬ 
quency  tracking  pulse-matched  filter  mode  for  maximum  range  detection  tests 
^Is  signal  path  Is  depicted  by  the  dashed  lines  in  figure  4  .  Other  data 
from  the  wideband  log  amplifier  are  passed  through  a  complex  multiplier  to 
synthesize  real  and  quadrature  shifted  signals  for  high  speed  conversion 
within  the  pulse  to  the  digital  data  needed  for  covariance,  pulse  pair,  or 
FFT  algorithm  processing  for  recovering  the  power,  velocity,  and  variance 
characteristics  of  the  signal  as  a  function  of  range,  azimuth,  and  ele¬ 
vation  .  The  video  from  this  amplifier  is  available  for  envelope  detection 
and  spectrum  analysis  tests  • 

It  Is  Intended  to  adapt  several  of  the  existing  Doppler  weather  radar 
software  packages  used  for  data  analysis  and  composite  parameter  displays 
to  this  Ildar's  computer  and  graphics  display  system  so  that  PPI  or  RHI 
patterns  of  the  wind  field  and  contoured  maps  of  the  aerosol  concentration 
can  be  determined  and  displayed  shortly  after  the  necessary  sequences  of 
backscatter  scan  data  have  been  acquired • 


Figure  4  *  Data  Processing  System « 


ODNaUSIOH 

The  lasers  and  optical  systems  are  currently  being  tested  in  the  labor 
atory  .  Once  the  testing  has  been  completed  the  system  will  be  installed  In 
the  trailer  and  moved  to  the  Air  Force  laser  range  at  the  Ft  Devens  Annex, 
Sudbury,  Masssachusetts  for  operational  testing. 


